Tenovi Blood Glucose Meter — Quick Start Guide

Plug your Gateway into a power
outlet with the provided power
cord and wait until the LED on
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Tenovi Blood Glucose Meter — Quick Start Guide

The device will
count down from 5.

Place the end of

the test strip ,
) into the drop \
L of blood.
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Hold it steady. Touch the strip's tip to the PRI AR

drop from above.

|-

VYour reading will be displayed. V Throw away your .
The device power button test strip and E E
. will turn solid blue when it lancet into a F
is connected to your Gate- h tai i
way. If the light is flashing SNdrps contaimet; E .

red, make sure your Gate-
way is plugged in and you
are within 15 feet when
taking your measurements.

For more information about your device,
use your phone to scan the QR code
above or visit our support site at
tenovi.com/15
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