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Bond to Gateway Daily measurements
Press the button three times fairly quickly. When the measurement concludes, the Gateway will
The light on the sensor will ﬂfJSh blue a few beep and the LED ring will turn green, indicating that
times then green to signal it's paired. you have properly taken a measuement, and that

measurement was successfully transmitted.

Delivering medication

Refer to the labelling provided with the inhaler for
instructions on use. Carry out all steps required to use

your inhaler according to the instructrions. For further assistance, please

visit Tenovi.com/support.
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